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Dear Customer,  
 
Thank you for choosing the FORELLI shower trolley. 
 
Please take the time to read this manual carefully and to familiarise 
yourself with its contents before using the FORELLI for the first time.  
 
lf anything is unclear or if you require further information please contact 
your authorised supplier before using it. 
 

 
 
1. Declaration of Conformity 
 
 

 

 
EC Declaration of Conformity 

in compliance with Annex VII of  Council Directive 93/42/EU of the 14th of  June 1993 
relating to medical devices 

 
Vammaisapuvaline V. Santti Oy, Harjutie, 69300 Toholampi, Finland declare that the 

 
‘FORELLI’ shower trolley 

 
 

Serial Number: ....................................... 
 

is in compliance with the essential requirements of the  
Council Directives 93/42/EU Annex I. 

 
 
Toholampi, 29.03.2000 V. Santti 
 Vammaisapuvaline 
 Managing Director                                
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3. Important Safety Instructions 
 

Please pay careful attention to these instructions and follow them at all times. 
 
     
The FORELLI should only be used on hard, even and clean surfaces.  
 
Any and all servicing and repair work should be undertaken by persons 
authorised by Horcher GmbH. 
 
Before using the FORELLI carry out a visual check. Do not use it if you notice 
any kind of defect. 
 
Do not use strong detergents to clean the FORELLI. 
 
Please take extra care when manoeuvring the FORELLI through narrow areas 
such as doorways. 
 
When transferring a patient onto the FORELLI from a bed make sure that the 
castor brakes are on and that there is no gap between the FORELLI and the bed. 
 
We recommend that the FORELLI shower trolley be serviced at least every 
twelve months. 
 
Ignoring any of the safety instructions or improper use of FORELLI could result in 
personal injury and will void any warranties and guarantees. 
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4.  Where can the FORELLI shower trolley be used? 
 

The FORELLI shower trolley has been designed for patients who are not able to 
go to the bathroom or to climb into a bath. As well as a washing and showering aid 
it can be used to transfer patients, for medical treatment or dressing. 
 
lt has a unique mechanism which makes it easy for just one carer to turn the 
patient onto their side to facilitate everyday patient care tasks. As such the 
FORELLI is ideally suited for use in hospitals, nursing homes and other 
professional institutions where it frees up additional staff who would normally have 
to assist when washing a patient's back, dressing etc. As just one carer is 
required, the FORELLI can also be an invaluable aid in non-professional, domestic 
environments. 
 

 
 
5. Operating Instructions 
 

lf you are unclear about any aspect of the operating instructions please contact 
your authorised supplier before using it.  
 

5.1. General 
 
The FORELLI will be delivered to you fully assembled and with 
the battery charged.  
To make it ready for use simply place the battery in the battery 
holder at the foot of the mast and pull out the emergency On/Off 
button. 
 
 

5.2. Using the FORELLI  
 
To transfer a patient from a bed to the shower trolley, 
firstly lower the handrail at the side by gently pushing 
it towards the head of the trolley. Using the foot 
controls, place the lying area in a flat position; the 
FORELLI will automatically bleep to indicate that the 
lying area is flat. Again, using the foot controls, bring 
the trolley to the desired height and then push it 
parallel to the bed.  

 
 

Take care that the side wall of the 
lying area is on the mattress of 
the bed and lock all four castors.  



Stand Rev.1 / Page 6 

Horcher GmbH   Philipp-Reis Str.3   61130 Nidderau   Telephone +49 (0) 6187 92040   Fax +49 (0)6187 920415 
Email: office@horcher.com   www.horcher.com 

When transferring the 
patient from the bed to the 
trolley take into 
consideration the medical 
condition of the individual 
patient. Normally transfer 
is by means of a sliding 
aid or by rolling the 
patient. After transferring 
the patient to the trolley 
use the foot controls to 
bring up the side wall and 
then raise the handrail. 
 
Before transporting the patient, please remember to unlock the brakes on the 
castors and lock them again when the journey has been completed.  
 
 
At all times the FORELLI 
should only be used to 
transport on flat surfaces. 
When transferring the 
patient from one room to 
another please consider 
whether the patient might 
need to be kept warm with 
a suitable blanket. 
 
 
 
 
The FORELLI can be a useful aid when dressing some patients as it helps 
the carer to turn the patient onto their left or right side.  
 

To turn a patient onto 
their left side, the carer 
should stand on the left 
hand side of the 
patient and, keeping 
the patient's foot on 
the lying area, raise 
the right leg at an 
angle. The carer 
should then pull the 
right underarm towards 
him/her and, if the 
patient has sufficient 
strength in their hand, 

the right hand should be placed to hold onto the handrail.  
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By pressing the foot control to tilt the FORELLI into a ‘W’ position, the patient 
automatically rolls towards the carer. Their back is supported by the lying 
area and their front is supported by the side wall of the lying area. 
 
The patient's side and half of the back are now free for the carer to partially 
dress (see photo).  
To complete the 
process of dressing, 
the patient needs to be 
rolled onto their other 
side. The lying area of 
the trolley must first be 
placed in a flat position 
by using the foot 
controls. Then the 
carer should move to 
the opposite side of the 
FORELLI and turn the 
patient onto their other side by following the instructions as described in the 
paragraph above. 
 
The same procedures for transferring the patient to the trolley and turning 
him/her should be followed when washing, showering, drying etc. 
 
 

 
 
 

5.3. The positions of the FORELLI shower trolley: 
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6. Battery charging 
 

The wall mounted battery charger should not be installed in a damp area or near 
a water supply. 
 
We recommend that you have a spare set of batteries charged at all times.  
To charge the battery, plug it into the charger. The charger shuts off 
automatically when the batteries are fully charger. You cannot overcharge the 
batteries. 

 
 
 
7. Cleaning 
 

The FORELLI should be cleaned after every use. Use normal disinfecting 
solution to clean the cover. After cleaning, use the foot controls to bring the 
FORELLI into the ‘W’ position and hang the edges of the cover over the sides of 
the handrails. This will allow air to get underneath the cover and it will dry more 
quickly. The headrest should also be disinfected as should the drain pipe. 
 
The foot controls, battery and motor should be cleaned with a dry cloth. 

 
 
 
8. Warranty  
 
 

All mechanical and electrical components of the FORELLI shower trolley have a 
two year warranty from the date of the original purchase, providing such defect is 
as a result of poor craftsmanship or inherent defect in component material and 
not the result of improper use, handling or transport. 
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9. Servicing 
 

Charge the batteries overnight. 
 
Check the connections, screws and joints on a regular basis to make sure that 
they are secure. 
 
Check the castors and brakes on the castors. 
 
N.B.  
The FORELLI shower trolley should be serviced once a year by a qualified 
technician, 

 
 

Service history 
Date Comments Service Engineer Signature 
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10. Technical Information 
 
 

 FORELLI shower trolley

Battery capacity 24V / 2.9 Ah

Maximum carrying capacity 150 kg

Max/min height of the lying area 650mm / 850mm

Maximum speed 0.03 m/sec

Charger 220V / 24 V / 1 Ah

Base height 150mm

Length 2090mm

Width (with hand rails up) 740mm

Weight 85kg

 
                                                                               
 

 
                                    
 
 
                
Horcher GmbH 
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Philipp-Reis-Strasse 3  
61130 Nidderau 
Germany 
Tel: +49 6187 92040 
Fax: +49 6187 920415 
E mail: office@horcher.com 
www.horcher.com 
 
 
 
Your authorized supplier is   
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
Horcher GmbH has a policy of continuous product development and 
reserves the right to change specification without notice. 
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